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LONG-TERM  GOALS 

Our  long-term  goal  is  to  improve  our  understanding  of  dynamics  of  marine  aerosols  and  water  vapor 
fields  in  the  coastal  marine  boundary  layer  using  a  scanning  lidar  and  meteorological  parameters. 

OBJECTIVES 

Our  scientific  objectives  are  to  collect  well-calibrated  lidar  data  sets  that  can  be  used  to  improve  and 
develop  models  of  the  aerosol  optical  properties  in  the  coastal  marine  boundary  layer  (MBL).  Various 
aerosol  models  exist  (e.g.,  Fitzgerald,  1989),  but  few  are  appropriate  for  coastal  regions.  We  are 
concentrating  on  the  vertical  aerosol  structure  in  the  15-m  of  the  atmosphere  directly  above  the  ocean 
surface. 

APPROACH 

We  are  using  a  scanning  multi-wavelength  lidar  to  measure  the  4-D  (space  and  time)  aerosol  optical 
fields  in  order  to  characterize  the  aerosol  properties  in  a  marine  setting  (Sharma  et  al.,  1999;  Lienert  et 
al.,  1999).  These  measurements  have  been  carried  out  at  Bellows  Air  Force  (AFS)  next  to  the 
University  of  Hawaii's  Meteorological  Tower  (21°  21.848’  N,  157°  42.584'  W).  We  are  now  able  to 
study  the  spatial  structures  of  the  aerosol  scattering  fields  out  to  distances  of  up  to  10  km  from  the 
shore.  The  scanning  lidar  data  enables  us  to  place  the  aerosol  characteristics  being  observed  by  the 
shore-based  instruments  in  the  context  of  much  larger  scale  variability  in  the  aerosol  scattering  fields. 
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WORK  COMPLETED 

1.  We  have  incorporated  three  custom-built  logarithmic  amplifiers  (Lienert  et  al.,  2001)  into  the 
detector  circuitry  at  all  three  wavelengths  improving  both  the  effective  range  as  well  as  the 
calibration  accuracy. 

2.  We  have  continued  to  monitor  the  aerosol  fields  at  Bellows  beach  on  a  regular  basis,  including  one 
month  of  daily  measurements. 

3.  We  have  analyzed  the  statistical  properties  of  data  collected  during  the  SEAS  experiment. 

RESULTS 

For  a  rapid  scanning  lidar,  it  is  necessary  to  digitize  the  detector  outputs  in  analog,  rather  than  photon 
counting  mode,  with  little  or  no  averaging.  This  contraint  limits  the  lidar’ s  effective  range,  due  to  the 
rapid  fall-off  in  the  signal  and  the  limited  precision  of  the  analog-to-digital  convertors  (ADC’s).  The 
horizontal  calibration  technique  (Porter  et  al.,  2000)  also  requires  long  range  measurements.  In  order  to 
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Figure  1:  Comparison  of 532  nm  data  digitized  without  (left)  and  with  (right)  the  new  log-amp. 


address  this  problem,  we  installed  custom-built  logarithmic  amplifiers  (Lienert  et  al.,  2001)  on  all  three 
channels  (1064,  532  and  1064  nm).  Figure  1  shows  an  example  of  the  dramatic  reduction  in  the 
digitization  error  of  the  532  nm  channel.  This  improvement  has  allowed  us  to  monitor  changes  that 
occur  in  the  low-level  marine  aerosols  generated  by  breaking  waves,  wind,  etc.,  as  they  approach  the 
shore  from  the  open  ocean. 
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Figure  2:  Vertical  lidar  scan  of  aerosol  extinction  taken  48°E  off  Bellows  Beach  on 
3/27/01  at  09:40  HST.  The  wind  direction  is  78°E  and  the  wind  speed  7.7  m/s. 


Fig  2.  shows  a  2-D  vertical  scan  collected  on  3/28/01  using  the  new  log-amp.  The  mixed  layer 
thickness  (orange),  as  well  as  the  boundary  layer  depth  (green/yellow)  increases  from  over  the  open 
ocean  (left  side)  as  the  trade  wind  flow  approaches  the  lidar  site  on  the  beach.  This  build  up  in 
thickness  is  due  to  the  blocking  effect  of  the  island  and  the  Ko’olau  mountains  5  km  downwind  of  the 
lidar  site.  This  island  blocking  effect  is  not  always  present  for  trade  wind  conditions  suggesting 
variability  in  the  low  level  stability  of  the  trade  winds. 
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Figure  3.  Sequential  vertical  lidar  scans  on  4/24/00  22:02  HST  at  13  second  intervals,  showing 
derived  aerosol  scattering  coefficients  in  m1.  The  Y-axis  is  the  height  from  average  sea  surface  (in 
kilometers).  The  larger  values  ( red  regions)  correspond  to  salt  spray  coming  off  the  waves  breaking 
on  a  reef  The  meteorological  parameters  during  these  scans  were  wind  direction  48-52° E,  wind 
speed=8.1-8.3  m/s,  RH=82-84%  and  temperature=23.4°C 


Figure3  shows  a  set  of  vertical  lidar  scans  collected  during  the  SEAS  experiment  under  normal  trade 
wind  conditions.  Plumes  of  salt  spray  rise  to  heights  of  about  50  m  above  a  reef  about  1.2  km  from  the 
shoreline.  Figure  4  shows  a  time  sequence  of  1064  nm  vertical  scans  taken  under  light  wind  conditions 
(~2  m/s)  on  3/20/01.  Large  salt  plumes  more  than  600  m  high  have  developed  over  the  same  reef.  The 
fact  that  these  plumes  persisted  over  an  hour  and  were  anchored  over  the  reef  means  that  they  were 
indeed  salt  plumes  and  not  from  some  other  source.  In  this  particular  case  the  boundary  layer  (not 
shown)  extended  up  to  -1400  m  in  height.  Interestingly,  the  mixed  layer  was  not  seen,  a  situation  that 
is  uncommon  near  Hawaii.  The  more  common  case  is  for  the  mixed  layer  to  be  300-700  m  thick  as  it 
appears  in  Figure  2.  The  much  greater  height  of  the  plume  in  Fig.  4  suggests  that  it  is  being  dispersed 
less  rapidly  at  the  lower  wind  speed,  allowing  it  to  rise  to  greater  heights.  Earlier  data  collected  at 
Bellows  (Sharma  et  al.,  2001)  showed  reef  plumes  rising  to  -120  m/s  in  winds  of  -5  m/s,  indicating  a 
consistent  trend  of  increasing  plume  height  with  decreasing  wind  speed. 
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Figure  4:  Time  sequence  (top  to  bottom )  of  the  plume  taken  at  1064  nm  (left  side )  and  100  second 
intervals  on  3/20/01  08:21  HST.  The  wind  direction  is  31°E  and  the  wind  speed  1.9  m/s.  Also  shown 

(right  side)  is  the  ratio  of  the  1064  to  532  nm  extinction. 


The  1064  to  532  nm  ratios  in  Figure  4  show  marked  wavelength  dependence  in  the  vicinity  of  the 
plume.  The  higher  ratio  values  in  the  plume  and  its  rapid  appearance  in  <100  seconds  suggest  that  the 
aerosols  in  the  plume  are  larger  in  size  than  those  in  the  surrounding  air.  The  light  wind  conditions 
present  for  Figure  3  were  conducive  to  sea  surface  temperature  warming  with  enhanced  thermal 
activity  which  may  be  contributing  to  lifting  of  the  plume. 

Deriving  aerosol  size  information  from  multi-wavelength  lidar  data  such  as  that  in  Fig.  5  is  an  ill  posed 
problem  due  to  non-uniqueness  of  the  solution  (Lienert  et  al,  2001).  Using  aerosol  models  (Porter  and 
Clarke,  1997)  at  a  range  of  relative  humidities,  we  have  developed  a  lookup  table  allowing  us  to  derive 
the  aerosol  phase  function  and  aerosol  type  (accumulation  versus  coarse  mode)  from  the  multi¬ 
wavelength  lidar  data.  In  order  to  apply  this  approach  we  find  that  the  lidar  calibration  must  be  known 
individually  for  each  wavelength,  which  is  not  a  trivial  problem.  Secondly,  the  aerosol  should  be 
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dominated  by  either  the  accumulation  or  the  coarse  mode.  Cases  where  each  mode  contributes  similar 
amounts  of  scattering  would  create  difficulties.  We  are  currently  working  on  this  approach  and  expect 
to  have  it  implemented  in  the  near  future. 

We  have  also  made  good  progress  on  analyzing  the  large  data  set  we  collected  during  the  SEAS 
experiment.  We  have  calculated  the  mean  extinction  values  within  rectangular  boxes  taken  from 
vertical  scans  at  2-minute  intervals  for  over  80  hours  of  data  to  yield  time  series  which  can  be 
correlated  with  other  SEAS  data.  We  found  that  the  variability  in  this  data  is  better  represented  by  a 
lognormal,  rather  than  a  normal  distribution.  This  has  important  implications  for  estimating  the  means 
and  the  probabilities  of  occurrence  of  extinction  values  within  a  given  range. 

TRANSITIONS 

We  are  making  our  efforts  known  through  publications  and  meetings.  We  have  also  supplied  our  lidar 
data  and  software  to  Dr  Tony  Clarke  (UH),  Dr  Tad  Anderson  and  Dr  Kusiel  Shifrin  (Univ.  Wash.). 

Our  software  is  being  used  by  Prof.  John  Madey  (UH  Physics)  for  use  in  a  DOD-funded  lidar 
experiment. 

RELATED  PROJECTS 

Our  lidar  efforts  are  closely  related  to  the  work  being  carried  out  by  Dr.  Clarke.  We  have  supplied  Dr. 
Clarke  with  a  time-series  of  lidar  data  collected  during  SEAS  that  he  has  successfully  correlated  with 
his  data.  We  have  also  supplied  lidar  data  to  Dr  Kuseil  Shifrin,  who  is  applying  his  own  analysis 
techniques  to  it  and  Dr.  Tad  Anderson,  who  is  using  it  to  test  lidar  ratios  that  he  measured  during  the 
SEAS  experiment. 
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